
Sample Receipt

Module 1
Housed in a dedicated room for 

heat inactivation of samples

Module 2
Housed in a dedicated room 

where inactivated samples are 
unbagged and racked for 
automated processeng

Module 3
Initial liquid-handling platform 
aliquots samples into 96-well 

plate

Module 4
Automated magnetic-bead 

based RNA extraction

Module 5
Liquid-handling platform 

prepares a 96-well PCR plate

Module 6
Analysis on a suitable qPCR 

machine within a stand-alone 

room
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Academic SARS-CoV-2 Turnkey Testing Laboratory

Class II 
microbiological 
safety cabinet

Samples that 
have leaked

Introduction

Manual processing
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